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Panther Fusion® Respiratory assays offer a flexible, 
mini-panel approach to testing. The Panther Fusion® 
system bridges the gap between small panels  
(2-3 targets which are typically limited to Flu/RSV)  
and large panels (15+ targets). A pre-market evaluation 
was presented by Northwell Health Laboratories at 
the 2017 American Society for Microbiology Clinical 
Virology Symposium.

Introduction

Flexibility of Panther Fusion® Respiratory panels: 
Flu A/B/RSV, Paraflu 1-4, AdV/hMPV/RV

Laboratories balance many variables to maximize efficiencies and process samples quickly and accurately while 
optimizing labor usage. For the workflow evaluation in this study, 140 nasopharyngeal (NP) swab samples were 
tested to compare the Panther Fusion® Respiratory panels to BioFire Film Array RP. 

Workflow Evaluation

Study Design

Method comparison   
The Panther Fusion® system vs  

BioFire and Luminex NxTAG

Flu A, Flu B, RSV, 
Paraflu 1-4, Adenovirus, 

hMPV, Rhinovirus
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In this workflow evaluation, Northwell Health Laboratories found that although the time-to-first result is faster 
on BioFire, the Panther Fusion system has the benefits of: 1

Substantially 
greater walk 

away time 

Comparable total  
turnaround time

Significantly less  
hands-on time

Significantly less  
return visits

16 BioFire FilmArray RP instruments  
and 2 Full-time Employees

1 Panther Fusion® instrument and  
1 Full-time Employee
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